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Operating manual

Laser receiver
Model: LR - 60

Manufacturer: ADAINSTRUMENTS Address: WWW.ADAINSTRUMENTS.COM
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Features

On/Off button

Signal LEDs

Bubble level
Sensitive element

. Sound Off button

. Dynamic loudspeaker
. Clamp on the staff

. Battery cover
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Specifications

Accuracy +Imm/10m
Service time 30h

Power supply 1x9V, type 6LR61
Size 150x50x25 mm

Battery installation
Open battery cover. Place 1x9V (type 6LR61) battery. Close battery cover.

Fixation on the staff
Fix the receiver LR-60 on the staff as it shown on the picture.

Application of the detector
Application of the detector is a decisive advantage when

working outside in sunny weather. Press button On/Off to LINELASER
switch on the detector mode. Bring the receiver to the place of beam

location. When laser beam will be on the sensitive element, there A

will be sound alarm and one of the LEDs (A or C) will flash. LED 2

will show the direction for the receiver for beam detection. Move the
receiver until you will hear continious sound alarm and middle signal
LED (B) will flash. With the help of bubble level check the leveling
of the receiver housing. Mark the surface or remember the height
results if the receiver was set on the staff.
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Warranty

This product is warranted by the manufacturer to the original purchaser to be free from defects in material and workmanship under
normal use for a period of two (2) years from the date of purchase.

During the warranty period, and upon proof of purchase, the product will be repaired or replaced (with the same or similar model
at manufactures option), without charge for either parts of labour.

In case of a defect please contact the dealer where you originally purchased this product. The warranty will not apply to this prod-
uct if it has been misused, abused or altered. Withiut limiting the foregoing, leakage of the battery, bending or dropping the unit are
presumed to be defects resulting from misuse or abuse.

Exceptions from responsibility

The user of this product is expected to follow the instructions given in operators’ manual.

Although all instruments left our warehouse in perfect condition and adjustment the user is expected to carry out periodic checks
of the product’s accuracy and general performance.

The manufacturer, or its representatives, assumes no responsibility of results of a faulty or intentional usage or misuse including
any direct, indirect, consequential damage, and loss of profits.

The manufacturer, or its representatives, assumes no responsibility for consequential damage, and loss of profits by any disaster
(earthquake, storm, flood ...), fire, accident, or an act of a third party and/or a usage in other than usual conditions.

The manufacturer, or its representatives, assumes no responsibility for any damage, and loss of profits due to a change of data, loss
of data and interruption of business etc., caused by using the product or an unusable product.

The manufacturer, or its representatives, assumes no responsibility for any damage, and loss of profits caused by usage other thsn
explained in the users’ manual.

The manufacturer, or its representatives, assumes no responsibility for damage caused by wrong movement or action due to con-
necting with other products.
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WARRANTY DOESN’T EXTEND TO FOLLOWING CASES:
1. If the standard or serial product number will be changed, erased, removed or wil be unreadable.
2. Periodic maintenance, repair or changing parts as a result of their normal runout.

3. All adaptations and modifications with the purpose of improvement and expansion of normal sphere of product application, men-
tioned in the service instruction, without tentative written agreement of the expert provider.

4. Service by anyone other than an authorized service center.

5. Damage to products or parts caused by misuse, including, without limitation, misapplication or nrgligence of the terms of service
instruction.

6. Power supply units, chargers, accessories, wearing parts.

7. Products, damaged from mishandling, faulty adjustment, maintenance with low-quality and non-standard materials, presence of
any liquids and foreign objects inside the product.

8. Acts of God and/or actions of third persons.

9. In case of unwarranted repair till the end of warranty period because of damages during the operation of the product, it’s transpor-
tation and storing, warranty doesn’t resume.

For more information you can visit our website WWW.ADAINSTRUMENTS.COM
or write the letter with your questions on info@adainstruments.com



WARRANTY CARD

Name and model of the product

Serial number date of sale

Name of commercial organization stamp of commercial organization

Warranty period for the instrument explotation is 24 months after the date of original retail purchase.

During this warranty period the owner of the product has the right for free repair of his instrument in case of manufacturing defects.
Warranty is valid only with original warranty card, fully and clear filled (stamp or mark of thr seller is obligatory).

Technical examination of instruments for fault identification which is under the warranty, is made only in the authorized service center.

In no event shall manufacturer be liable before the client for direct or consewuential damages, loss of profit or any other damage which
occur in the result of the instrument outage.

The product is received in the state of operability, without any visible damages, in full completeness. It is tested in my presence. | have no
complaints to the product quality. | am familiar with the conditions of garranty service and i agree.

purchaser signature

Before operating you should read service instruction!

If you have any questions about the warranty service and technical support contact seller of this product
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DyHKIHH

LINE LASER
DETECTOR

. Knomnka BKJ1/BBIKIT

. CurnasnbHble CBETOXHO/bI

. [Ty3bIpbKOBBIiT ypOBEHB

. UyBCTBHUTEIbHBIN IEMEHT
. Knormka BbIKIIIOYEHHS 3ByKa
. Junamuk

. Kpemienue na peiiky

. barapeiinsii orcex
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Texnuuyeckne XapaKTepUCTUKH

TouyHOCTH +1mm/10M
IMponomxuTensHOCTh PAOOTH 304

HctouHuk nuraHust 1x9V tun 6LR61
Pa3mep 150x50x25 mm

YeranoBka 6aTrapen
OTkpoiiTe KpblIKy OarapeiiHoro orceka. Ycranosure Oarapero 1x9V tum 6LR61.
CobmroaiiTe NoNIpHOCTh. 3aKPOITE KPBIIIKY.

YeTaHOBKA HA HUBEJIMPHYIO peiiky
Yeranasnupaiite nprueMHuk LR-60 Ha peliky B MOJI0KEHNH, U300paXKeHHOM Ha PHCYHKE.

Hcnonb30Banne NpUEeMHHKA JIa3€PHOTO JTy4a

Tlpu sIpKOM OCBEIIEHMH, KOIJa JIa3epHBIH JIyd BHM3yaJlbHO HE BHJHO, HCIIONIB3YHTE
pexuM paboThl € NMPUEMHHMKOM.BKIIIOUNTE TPUEMHHK HaXaB KJIABHIILY BKIIFOUECHHUS.
TlogHecHuTe PUEMHHK JIA3ePHOTO JTyda K MPUMEPHOMY MECTy HaxoxzaeHus jyda. ITpu
TIOTIa/[aHNH JIA3ePHOT0 JTy4a Ha YyBCTBHTEIBHBIIT 2lIEMEHT PUEMHHKA OyIeT pa3/iaBaThCst
3BYKOBOI CHTHAJI M 3aTOPHUTCS OJIMH U3 KpaiiHuX cBeTomozoB (A mim C), yKa3bIBarOIMX
HalpaB/ieHHe TIEpeMEeIleHNs. NPUEMHUKA JUIs ylapiuBaHus Jiyda. Ilepensuraiite
MPUEMHHMK JIO TeX IIOp 110Ka HE YCIIBILINTE TPOJIOKUTENIbHBIN 3ByKOBOW CHIHAIl U HE
3arOPUTCSl CPEeHMI CHTHANBHBINA cBeToauon (B). TTpoBepbTe BhIpaBHHBAHHE KOpITyca
MPUEMHMKA TI0 ITy3bIPbKOBOMY YPOBHIO M CJI€JIaiiTe OTMETKYy Ha IOBEPXHOCTH WIIH
3aIIOMHHUTE PE3yJILTaT BBICOTBI, €CJIH JIETEKTOP YCTAHOBJIEH Ha peke.

LINE LASER
DETECTOR
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TlapanTus

[TpousBoanTeTb MPEAOCTABIACT TAPAHTHIO HA MPOMYKIMIO MOKYNATelo B Cilydae JeeKTOB MaTepuaa WIM KauyecTBa €ro
M3TOTOBJICHMSI BO BPEMsI HCIIOIB30BaHUs 000PYIOBaHUS C COOMIOACHHEM MHCTPYKIHH IIOJIB30BATEIsI HA CPOK O 2 JIET CO JIHS
HOKYIKH. Bo Bpemst rapaHTuifHOro CpoKa, IIPH MPEAbSIBICHAN H0KA3aTe/IbCTBA OKYIIKH, IIPHOOp OyAeT HOYHHEH WM 3aMEHCH Ha
TaKyI0 XKe WM aHAJOTHYHY0 MOJENIb OeCILTaTHO. ['apaHTHITHbIC 0053aTeIbCTBA TAKKE PACTIPOCTPAHSIOTCS M HA 3aIIaCHBIC YaCTH.
B ciyuae nedekra, noxkanyiicra, CBIKUTECH C JUIEPOM, y KOTOPOTO BbI proOpeny npubop. IapaHTus He pacnpocTpaHsieTcs

Ha HPOJYKT, CCJIU IIOBPEKICHIS BOSHUKIIN B Pe3y/brare Je(popMaruy, HePABIUIBHOTO HCIIOIB30BAHMS WIN HCHAUICKAIIETO
oOparenus.

Bce BbIIen3IOKeHHbIC 6630 BCSKHX OTPAHMYCHHH IIPHYMHBL, 4 TAKXKE yTedka Oaraped, MCKPHBICHHE MPUOOpA, SIBISIOTCS
nedeKkTaMi, KOTOpbIE BOSHUKIIN B PE3y/IbTAaTe HEIPABIIBHOTO MCIIOIB30BAHIS WX IVIOXOTO OOPAIICHHSI.

OcB00OKIeHHE OT OTBETCTBEHHOCTH

[Tob30BATEINIO JAHHOTO MPOLYKTa HEOOXOJUMO CIIEI0BATh HHCTPYKIHSIM, KOTOPBIC IIPHBEACHEI B PyKOBOICTBE O IKCILTyaTaluH.
Jlaxke, HECMOTPS Ha TO, YTO BCE MPOOPBI HPOBEPEHBI IPOM3BOAUTENEM, IIOIB30BATENb JODKCH MPOBEPSITh TOYHOCTH IIPHOOpa U
ero padory.

[TpousBoANTEb MITH €TI0 MPEACTABUTEIN HE HECYT OTBETCTBEHHOCTH 3a NPSMBIC MM KOCBEHHBIC YOBITKH, YITyIICHHYIO BHITOILY
WM MHO# yiepO, BOSHUKIINIL B Pe3y/IbTaTe HEIPABIIBHOTO OOPALICHHS ¢ IPUOOPOM.

[Tpon3BOANTETb MM €TO MPEACTABUTEIN HE HECYT OTBETCTBEHHOCTH 32 KOCBEHHbIC YOBITKH, YIYLICHHYIO BBITOJY, BO3HHKIIHE B
pesyIbTare KaracTpod (3eMICTPSCEHHE, IITOPM, HABOJHEHHUE U T.11.), T0XKapa, HECYACTHBIX CITy4aeB, ACHCTBUS TPEThHX JIHL H/WIH
HCIIONIB30BaHKE MPUOOPA B HEOOBIYHBIX YCITOBUSIX.

[TpousBoANTETb MM €TO MPEJCTABHTEIN HE HECYT OTBETCTBEHHOCTH 33 KOCBEHHbIC YOBITKH, YIYIICHHYIO BBITOJY, BO3HUKIINEG
B Pe3ylbTaTe M3MCHCHHS NAHHBIX, [OTEPH IAHHBIX M BPEMCHHOI IPHOCTAHOBKM OM3HECA U T.J., BHI3BAHHBIX HMPUMCHCHHCM
npubopa.

[Tpon3BOANTETb MM €TO MPEACTABUTEIN HE HECYT OTBETCTBEHHOCTH 32 KOCBEHHbIC YOBITKH, YIYLICHHYIO BBITOJY, BO3HHKIIHE B
Ppe3yIIbTaTe UCIOIb30BaHUs IPHOOPA HE [0 HHCTPYKIUH.
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TAPAHTUIHBIE OBSI3BATEJILCTBA HE PACITIPOCTPAHSIOTCS HA CJIEAVIOIIME CJIYYAM:
1.Ecnu Gynet u3MeHeH, cTepT, yaasieH uin OyaeT Hepa300puiB TUIIOBOW WIIM CEPUIHBII HOMED Ha U3/CIINH;
2.Ilepuoanueckoe 00CTyKUBAHUE U PEMOHT MIIM 3aMEHY 3aI4acTell B CBA3M € UX HOPMAJIbHBIM H3HOCOM;

3.JIro0ble aanTauy 1 U3MEHEHNUS C LEJIbI0 YyCOBEPIICHCTBOBAHUS M PACIIMPEHHs 0OBIYHOI Cepbl MPUMEHEHUS N3N,
yKaBaHHOﬁ B UHCTPYKIMH I10 SKCIUTyaTaluu, 0e3 NPpEeABAPUTEIIBHOTO MUCbMEHHOI'0 COMIAIICHUS CIICMAINUCTA [TOCTABIIUKA]

4.PeMOHT, TPOM3BEICHHBIIT HE YIIOTHOMOYEHHBIM Ha TO CEPBUCHBIM LIEHTPOM;

5.Yuep6 B pesynbTare HEeNpaBUIbHON HKCIUTyaTalMH, BKIIOUasi, HO HE OrPAaHHYMBAACh STUM, CIEIYIOIIEe: HCIIOIb30BHANE H3ICIIHs
HE 110 HA3HAYEHHMIO HJIM HE B COOTBETCTBUM C MHCTPYKIIHMEH 110 9KCIUTyaTaluu Ha npubop;

6.Ha sneMeHTbI muTanus, 3apsiHble yCTPOUCTBA, KOMIUICKTYIOIIHE, ObICTPON3HAIIMBAIOIINECS U 3aMIACHBIE YaCTH;

7. 3nenust, NOBPekKICHHbIC B Pe3yJIbTaTe HEOPEKHOTO OTHOIICHUS, HETTPABUIBHON PEryIMPOBKH, HEHAIEKAIIEr0 TEXHHYECKOTO
0601’1)’){(1/1581{]45{ C IPUMEHECHUEM HEKAYE€CTBCHHBIX U HECTAHIAPTHBIX PACXOAHBIX MAaTEPHUAJIOB, IOIIA/IaHUA )I(HZ[KOCTeﬁ "
IOCTOPOHHMX MPEJIMETOB BHYTPb.

8.BoszeiicTBue (hakTOpoB HENMPEOJOTMMOIT CHITbI M/UITH ICHCTBHE TPETHUX JIMIL;

9.B cityyae HerapaHTHHHOTO peMOHTA PUOOPA 10 OKOHYAHNUSI TAPAHTHIHOTO CPOKA, MTPOU3OMIELIETO 110 IPUYNHE MOTYYEHHBIX
MOBPEIKICHUN B XOJI€ IKCILTyaTalMH, TPAHCIOPTUPOBKH HJIM XPAHEHUs, U HE BO3OOHOBIISETCS.

[nsa nony4eHuns fononHuTensHon nHopmauum Bel moxeTe nocetutb Haw MHTepHeT cant WWW.ADAINSTRUMENTS.COM
VNV HanvcaTb NMCbMO C UHTEpUCYIOLLMMM Bac Bonpocamu Ha anekTpoHHbIN agpec info@adainstruments.com



FAPAHTUMAHBIN TANIOH

HaunmeHoBaHwe nagenust n moaens

CepuiiHbIi Homep Jlata npoaaxu

HaunmeHoBaHWe Toprosow opraHusauum LLiITamn TOproBow opraHnsaummn mmn.

[apaHTUIHBIN CPOK SKCMyaTaumy NpMbopoB cocTaBnseT 24 MecsiLa co AHSA NPOAAXKK.

B TeuyeHwn rapaHTWiiHOTO cpoka Brnagenel, MMeeT npaBo Ha GecnnaTHbli PEMOHT U34enusi MO HeWCNpPaBHOCTSAM,
ABNALMMCS CNeACTBUEM NPOU3BOACTBEHHBIX AeeKkToB.

[apaHTUiHbIEe 06si3aTenbCTBa AEWCTBUTENBbHLI TOMBKO MO MPEeabSBNEHUUM OPUrMHANBbHOTO TaroHa, 3arnofHeHHOro
MOMHOCTbID W YEeTKo (Hanuuve nevaTM W WTamna € HauMeHoBaHueMm W opmoit cobCcTBeHHOCTM npoaasua
obsa3aTensHo).

TexHn4eckoe OCBWAETENbCTBOBaHWE NpUGOPOB (AedekTaumsi) Ha NpPeaMeT YCTaHOBMEHWS rapaHTUIAHOTO cryyas
NPON3BOAUTCS TONBbKO B aBTOPU30BAHHOW MacTEPCKON.

MpousBoanTenb He HeCeT OTBETCTBEHHOCTU Nepes KIMMEHTOM 3a NPsSiMble UMM KOCBEHHbIE YObITKN, YNYLLUEHHYIO BbIroAy
UK MHOW yLep6, BO3HMKLLKE B pe3ynbTaTte Bbixoda U3 CTposi npuobpeTeHHoro obopynoBaHums.

[MpaBOBOW OCHOBOW HACTOSILLMX FrapaHTUNHBIX 06513aTENLCTB ABNSETCS AENCTBYOLLEE 3aKOHOAATENbCTBO, B YaCTHOCTH,
denepanbHblii 3akoH PP “O sawmTe npas notpedutens” n MpaxaaHckuii kogeke PO 4.1l cT. 454-491.

ToBap Mony4eH B UCNPaBHOM COCTOSIHUW, 6e3 BUAUMbBIX MOBPEXOEHWIA, B MOMHOW KOMMIIEKTHOCTW, MPOBEPEH B MOEM
NpUCYTCTBUM, NPETEH3UI NO KayecTBy ToBapa He umeto. C yCrnoBUSIMK rapaHTUNHOMO OBCHyXMBaHWS O3HAKOMIEH W
cornaceH.

Moanuck nony4yatens

Mepen Ha4anom akcnnyatauuy BHUMAaTENbHO 03HAKOMBTECH C MHCTPYKLUMEN no akcnnyaTtauum!
Mo Bonpocam rapaHTUIMHOTO OGCMYKUBAHMUS N TEXHUYECKON MoAAepXKM 0BpalLaThCsl K NpoaasLy AaHHOMo ToBapa
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